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Calibration Certificate 

MX6 iBrid Multi-Gas Monitor 

Instrument SN 09050X6-003 Calibration Date 11/30/2012 

Part Number 

Setup Date 

MX6-01 03R211 

05/21/2009 

09050X 

N/A 

Setup Technician SGB 

Job Number 

Options 

Battery 3-Cell Lithium Battery Pack 

Created By MORRISONM 

SensorSN Sensor Type Gas Type Span Gas Span Reserve Passed/Failed Alarm Low Alarm High Alarm TWA 

0413534022118 Carbon Monoxide Sensor Carbon Monoxide 100 152% Passed 25 50 25 

31026801101 Oxygen Sensor Oxygen 20.9 152.63% Passed 19.5 23.5 N/A 

120855J131 Combustible-LEL Sensor Pentane 25 168% Passed 10 20 N/A 

61240112 PID Sensor lsobutylene 100 243.5% Passed 100 200 100 

Sensor SN Sensor Type Cal Dateffime CylinderiD Cylinder Exp 

0413534022118 Carbon Monoxide Sensor 11/30/2012 7:54:59 AM 1281147 03/01/2015 

31026801101 Oxygen Sensor 11/30/2012 7:51:43 AM N/A N/A 

120855J131 Combustible-LEL Sensor 11/30/2012 7:55:34 AM 1281147 03/01/2015 

61240112 PID Sensor 11/30/2012 7:53:08 AM 794409-54 08/01/2013 
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Bump Certificate 

MX6 iBrid Multi-Gas Monitor 

Instrument SN 09050X6-003 Bump Date 11/30/2012 

Part Number MX6-01 03R211 Job Number 09050X 

Setup Date 05/21/2009 Options N/A 

Setup Technician SGB Battery 3-Cell Lithium Battery Pack 

Created By MORRISONM Bump Timeout 120 

SensorSN Sensor Type Gas Type Span Gas Sensor Reading Passed/Failed Alarm Low Alarm High Alarm TWA AlarmSTEL 

0413534022118 Carbon Monoxide Sensor Carbon Monoxide 100 62 Passed 25 50 25 400 

31026801101 Oxygen Sensor Oxygen 19 19.5 Passed 19.5 23.5 N/A N/A 

75100509 PID Sensor lsobutylene 100 228.5 Passed 100 200 100 200 

120855J131 Combustible-LEL Sensor Pentane 25 14 Passed 10 20 N/A N/A 

61240112 PID Sensor lsobutylene 100 245.7 Passed 100 200 100 200 

SensorSN Sensor Type Bump Dale/Time CylinderiD Cylinder Exp 

0413534022118 Carbon Monoxide Sensor 11/30/2012 6:04:55 AM 1283987-19 03/01/2015 

31026801101 Oxygen Sensor 11/30/2012 6:04:44 AM 1283987-19 03/01/2015 

75100509 PID Sensor 11/30/2012 6:01:56 PM 794409-54 08/01/2013 

120855J131 Combustible-LEL Sensor 11/30/2012 6:05:16 AM 1283987-19 03/01/2015 

61240112 PID Sensor 11/30/2012 6:04:49 AM 794409 08/01/2014 
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Calibration Certificate 

MX6 iBrid Multi-Gas Monitor 

Instrument SN 09050X6-004 

Part Number MX6-01 03R211 

Setup Date 03/02/2010 

Calibration Date 11/01/2012 

Job Number 

N/A 

Setup Technician VAP 

Options 

Battery 3-Cell Lithium Battery Pack 

Created By MORRISONM 

SensorSN Sensor Type Gas Type Span Gas Span Reserve Passed/Failed Alarm Low Alarm High Alarm TWA 

10092HN004 Combustible-LEL Sensor Pentane 25 52% Passed 10 20 N/A 

75100509 PID Sensor lsobutylene 100 299.6% Passed 100 200 100 

31444242121 Oxygen Sensor Oxygen 20.9 148.33% Passed 19.5 23.5 N/A 

10092HJ060 Combustible-LEL Sensor Pentane 25 52% Passed 10 20 N/A 

0413477928118 Carbon Monoxide Sensor Carbon Monoxide 100 157% Passed 25 50 25 

SensorSN Sensor Type Cal Date/Time CylinderiD Cylinder Exp 

10092HN004 Combustible-LEL Sensor 11/01/201212:09:13 AM 1281147-10 03/01/2015 

75100509 PID Sensor 11/01/2012 12:07:06 AM 794409-54 08/01/2013 

31444242121 Oxygen Sensor 11/01/2012 12:05:47 AM N/A N/A 

10092HJ060 Combustible-LEL Sensor 11/01/2012 12:09:45 AM 1283987-19 03/01/2015 

0413477928118 Carbon Monoxide Sensor 11/01/2012 12:08:38 AM 1281147-10 03/01/2015 
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Bump Certificate 

MX6 iBrid Multi-Gas Monitor 

Instrument SN 09050X6-004 11/30/2012 

Part Number 

Setup Date 

MX6-01 03R211 

03/02/2010 N/A 

Setup Technician VAP 

Bump Date 

Job Number 

Options 

Battery 3-Cell Lithium Battery Pack 

Created By MORRISONM Bump Timeout 120 

Sensor SN Sensor Type Gas Type Span Gas Sensor Reading Passed/Failed Alarm Low Alarm High Alarm TWA 

120855K096 Combustible-LEL Sensor Pentane 25 15 Passed 10 20 N/A 
31444242121 Oxygen Sensor Oxygen 19 19.4 Passed 19.5 23.5 N/A 

75100509 PID Sensor lsobutylene 100 228.5 Passed 100 200 100 

0413477928118 Carbon Monoxide Sensor Carbon Monoxide 100 56 Passed 25 50 25 

SensorSN Sensor Type Bump Date/Time Cylinder ID Cylinder Exp 

120855K096 Combustible-LEL Sensor 11/30/2012 6:02:10 PM 1281147 03/01/2015 

31444242121 Oxygen Sensor 11/30/2012 6:01:50 PM 1281147 03/01/2015 

75100509 PID Sensor 11/30/2012 6:01:56 PM 794409-54 08/01/2013 

0413477928118 Carbon Monoxide Sensor 11/30/2012 6:02:02 PM 1281147 03/01/2015 
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